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MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES By Carol Day at 2:59 pm, Apr 17, 201
\'9 STATE PUBLIC HEALTH LABORATORY
7/

BREATH ALCOHOL PROGRAM
% DATAMASTER MAINTENANCE REPORT , AEPORT #5

Complate this raporl at the thne of the regular monthly preveative malnlsnance check {not to exceed 35 days).
Gomr!ele this roport whenever the Instrument Is serviced or repairad and whenever It is placed Inlo service,

Rotaln the original and send a copy within 16 days {o the Brealh Alcohol Program, DHSS.

OATAMASTER SN HAME OF AGENCY DATE OF INSPECTION
201186 Rolla Polics Dapartment 04/08/2013
LOCATEON OF INSTRUMENT (STREET ANG CiTY) THE OF INSPECTION
1200 South Hoklen Warrensburg , 3:45 pm

CHECKLIST: Place amark In the box by each llem if found lo ba salistactory or If operaling within established iimits. (Wrile In observed valuas
whore determined.) Unmarked lems must be correctad before using Instrument.

[/l DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 15:48
COMPUTER 1 DETEGTOR
PROGRAM Fl Ficrers
HEATERS SAMPLE CHAMBER 49°C QUARTZ STANDARD
FLOW DETECTOR CALIBRATION
i} pump HiGH sPEED PRINTER

i/} INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER GUTH LoT # 12040 EXP. DATE [03/07/2014
SIMULATOR TEMP {34°C % 0.2°C) 34.0 G SIMULATOR SN SD3590 _ _Exe. pate 01/17/2014

CALIBRATION CHECK —~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE RERPORT)

Run three tests using s alandard soluilon. Al three tests must be within 5% of the standard value and must have a spread of .005 or
less. Mark the box corrasponding to the standard solution belng used. (PRINTOUT ATTAGHED)

Y] 0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE
|| 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INGLUSIVE
1 0.040% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% INCLUSIVE

TEST 1% 401 TEST2% 101 TEST3# 401

I/l PERFORM R.F.. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS {0-.04) (.05-.09) (10-.14) (.15-19) OVER .19

LIST AHY NEW PARYS AND DEBCHIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY ANO VNTHIN ESTABLISHED LIMITS
{USE OTHER SIDE IF HECESSARY),

Replaced printer ribbon, set detector voltage, recalibrated unit, replace breath tube, Cleaned cell and/or opiics, vollages
adjusted.,

INSPECTING OFFICER -~ =

PHINT FULL NAME .

BIGNATY
’ P ~. Dan R Lucas Jr
TYPE Il PRSTERT HUMBEREXPIRATION DATE TELEPHONE NUMBER
220008 01/31/12014 (660) 543-4573
RETUAN COMPLETED REPORT TO THE: Braath Alcohol Program, MO Deparlment of Health and Senlor Services, Soulheast District Office
2876 James Blvd,

Poplar Bluff, MO 63901

LIA oA €480 (A noY BN EOG ADDORTLMITYACRRUATIVE ASHINW FEE AYER LAB-F1R




N0 |
{ﬁ\}r} GUTH LABORATORIES, ING,
1, 550 HORTH 87th STREEY o HARIUSBURG, PA 17111- 4641 @ TELEPHONE: 747.604-6470

CERTIFICATE O ANALYSIS

Certified Alcoho!l Reference Solution for Simulator

Random Samples of Lot Number 12040 of
Alcoho! Reference Solution for Simulator were analyzed by
gas  chromatography on March 9, 2012, using a Pekin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209,-and found to contain
0.1211% (wivol) ethyl alcohol. The expiration date for this lot
number is March 7,2014 at 11:59 PM.

When used in a calibrated Simulafor, operating at
34°C +/- ,2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceabiliiy:
Testing was condicted using Cerilliant Reference Standard lot nnmber FNI22211-02 whose

valnes are traceable to NIST.
Al balances are calibrated annually by an oniside agency using NIST traceable welghts,

Caltbration verification is done prior to each use ntilizing NIST traceable welghts.
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State of Missourl
: DEPARTMENT OF HEALTH

PERMIT
TYPE i

DAN R LUCAS JR

{s hereby authorlzed to instruct and supervlse operators, draln Instructors, Inspect,
aalibrate, perform fleld repalrs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the aleoholic content of blood from a sample of explred (alveolar)

alr. [ssued undet the provislons of sectlons 577.020 through 677.041, AiSMo 1888,

01/31/2012 Ak

Dlreoler of Stale Publlo Health Lebotalory

Dale
220008
Number Ny e
%Aq?‘/: 2‘-«%

s 01/31/2014
Diraotor, Repariment of Heallh

O 580-0771 (7-80) Lab. 4 (R7-84}




